[The calculation of mixes for calibration of blood gas analyzers].
The authors describe the design of a gas mixer operating on the basis of dynamic calibration, intended for use in an electronic blood gas analyzer. The influence of 3 different types of calibration throttles on the stability of components concentrations in a gas mixture is analyzed.